The Alton Dean pressure infusor: an evaluation.
An automatically pressurised infusor system, the Alton Dean infusor, has been compared with two types (cloth and plastic) of commonly used pneumatically pressurised bags. All the infusors had reasonably accurate pressure gauges but pressure could only be consistently maintained with the cloth infusors or with the Alton Dean infusors when connected to a compressed air supply. Sequential fast infusions were possible with all infusors, but simultaneous infusions could be limited in number when the pressure infusor was connected directly to pipeline gas. One of the Alton Dean pressure infusors tested had a leak in the pressurisation system, and the pressure adjustment valves were difficult to manipulate. These may require modification.